[Early thrombogenic problems in the sparks-prothesis (author's transl)].
Some patients with Sparks arterial bypass graft show just during the operation a thrombosis in the prothesis. After the rubber rod has been pulled off, thrombogenic substances can be washed out of the prothesis-lumen. They shorten the clotting time of the patients' venous blood. 1000 ml 0.0% NaCl prevent this early thrombosis in the arterial bypass graft.